
1946 

VACUUM-GAUGE TUBE 

THERMOCOUPLE TYPE 


General: 

Heater, for Thermocouple: 

Voltage (Approx.). ... 1 .ac or dc volts 

Current. 0.070 . . *.amp 

Resistance of Thermocouple 5 approx.ohms 

Maximum Overall Length (with tabulation) . 6-l/4 H 

Maximum Diameter.N. 1-11/16" 

Bulb. T-12 

Tabulation . 3/8" Diameter Hard Glass, 

Corning Code 772 Nonex 

Mounting Position. . .. Any 

Terminal Arrangement . See Outline Drawing 

Terminal Connections: 
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